Automated 3-Dimensional Aortic Annular Assessment by Multidetector Computed Tomography in Transcatheter Aortic Valve Implantation  by Watanabe, Yusuke et al.
J A C C : C A R D I O V A S C U L A R I N T E R V E N T I O N S V O L . 6 , N O . 9 , 2 0 1 3
ª 2 0 1 3 B Y T H E A M E R I C A N C O L L E G E O F C A R D I O L O G Y F O U N D A T I O N I S S N 1 9 3 6 - 8 7 9 8 / $ 3 6 . 0 0
P U B L I S H E D B Y E L S E V I E R I N C . h t t p : / / d x . d o i . o r g / 1 0 . 1 0 1 6 / j . j c i n . 2 0 1 3 . 0 5 . 0 0 8Automated 3-Dimensional Aortic Annular
Assessment by Multidetector Computed
Tomography in Transcatheter Aortic
Valve Implantation
Yusuke Watanabe, MD, Marie-Claude Morice, MD, Erik Bouvier, MD,
Tora Leong, MD, PHD, Kentaro Hayashida, MD, PHD, Thierry Lefèvre, MD,
Thomas Hovasse, MD, Mauro Romano, MD, Bernard Chevalier, MD,
Patrick Donzeau-Gouge, MD, Arnaud Farge, MD, Bertrand Cormier, MD,
Philippe Garot, MD
Massy, FranceJACC: CARDIOVASCULAR INTERVENTIONS
CME
This article has been selected as this issue’s CME activity,
available online at http://interventions.onlinejacc.org/ by
selecting the CME tab on the top navigation bar.
Accreditation and Designation Statement
The American College of Cardiology Foundation (ACCF)
is accredited by the Accreditation Council for Continuing
Medical Education (ACCME) to provide continuing
medical education for physicians.
The ACCF designates this Journal-based CME activity
for a maximum of 1 AMA PRA Category 1 Credit(s).
Physicians should only claim credit commensurate with
the extent of their participation in the activity.
Method of Participation and
Receipt of CME Certiﬁcate
To obtain credit for this CME activity, you must:
1. Be an ACC member or JACC: Cardiovascular Inter-
ventions subscriber.
2. Carefully read the CME-designated article available
online and in this issue of the journal.
3. Answer the post-test questions. At least 2 out of the 3
questions provided must be answered correctly to obtain
CME credit.
4. Complete a brief evaluation.
5. Claim your CME credit and receive your certiﬁcate
electronically by following the instructions given at the
conclusion of the activity.
CME Objective for This Article: 1) Determine the
optimal site for valve size estimation in patients undergoing
transcatheter aortic valve implantation (TAVI). 2)
Compare the prediction ability of automated to manual
multidetector computed tomography (MDCT) measure-
ment for post-procedural aortic regurgitation (AR) after
TAVI. 3) Use MDCT measurements to predict post-
procedural AR after TAVI.
CME Editor Disclosure: JACC: Cardiovascular Inter-
ventions CME Editor Habib Samady, MB, ChB, FACC,
has research grants from the Wallace H. Coulter Foun-
dation, Volcano Corp., St. Jude Medical, Forrest Phar-
maceuticals Inc., and Pﬁzer Inc.
Author Disclosure: Drs. Hayashida and Romano are
proctors for transfemoral-TAVI for Edwards Lifesciences.
Dr. Lefèvre is a proctor for transfemoral-TAVI for
Edwards; has received minor fees from Boston Scientiﬁc
and Direct Flow Medical; and is a consultant for Symetis
and Direct Flow Medical. Dr. Chevalier is a consultant for
Medtronic. All other authors have reported that they have
no relationships relevant to the contents of this paper to
disclose.
Medium of Participation: Print (article only); online
(article and quiz).
CME Term of Approval:
Issue Date: September 2013
Expiration Date: August 31, 2014
From the Institut Cardiovasculaire Paris, Hôpital Privé Jacques Cartier, Générale de Santé, Massy, France. Drs. Hayashida and
Romano are proctors for transfemoral-TAVI for Edwards Lifesciences. Dr. Romano is a proctor for transapical-TAVI for Edwards
Lifesciences. Dr. Lefèvre is a proctor for transfemoral-TAVI for Edwards; has received minor fees from Boston Scientiﬁc and Direct
Flow Medical; and is a consultant for Symetis and Direct Flow Medical. Dr. Chevalier is a consultant for Medtronic. All other
authors have reported that they have no relationships relevant to the contents of this paper to disclose.
Manuscript received January 30, 2013; revised manuscript received May 3, 2013, accepted May 9, 2013.
Watanabe et al. J A C C : C A R D I O V A S C U L A R I N T E R V E N T I O N S , V O L . 6 , N O . 9 , 2 0 1 3
Automated MDCT Assessment in TAVI S E P T E M B E R 2 0 1 3 : 9 5 5 – 6 4
956Automated 3-Dimensional Aortic Annular Assessment
by Multidetector Computed Tomography in
Transcatheter Aortic Valve ImplantationObjectives This study sought to evaluate the accuracy, reproducibility, and predictive value for post-procedural aortic
regurgitation (AR) of an automated multidetector computed tomography (MDCT) post-processing imaging software, 3mensio
Valves (version 5.1.sp1, 3mensio Medical Imaging BV, the Netherlands), in the assessment of patients undergoing transcatheter
aortic valve implantation (TAVI).
Background Accurate pre-operative aortic annulus measurements are crucial for patients undergoing TAVI.
Methods One hundred ﬁve patients undergoing MDCT screening before TAVI were evaluated. Aortic annular measurement was
compared between automated 3mensio Valves software and manual data post-processing software on a dedicated workstation; we
analyzed the discrimination value of annulus measurement for post-procedural AR in 44 recipients of a self-expanding valve.
Results The automated 3mensio Valves software showed good concordance with manual MDCT measurements as demonstrated
by Bland-Altman analysis. The automated software provided equally good reproducibility as manual measurement, especially for
measurement of aortic annulus area (intraobserver intraclass correlation coefﬁcients 0.98 vs. 0.97, interobserver 0.98 vs. 0.95). In 44
patients after implantation of a self-expanding valve, the valve diameter/CT-measured geometric mean annulus diameter ratio by
automated 3mensio Valves software showed moderate and better discrimination ability in predicting post-procedural AR compared
with manual measurement (p ¼ 0.12, area under the curve 0.77, 95% conﬁdence interval: 0.63 to 0.91, area under the curve 0.68,
95% conﬁdence interval: 0.50 to 0.86, respectively).
Conclusions The automated 3mensio Valves software demonstrated reliable, reproducible aortic annulus measurement and better
predictive value for post-procedural AR, suggesting important clinical implications for pre-operative assessment of patients
undergoing TAVI. (J Am Coll Cardiol Intv 2013;6:955–64) ª 2013 by the American College of Cardiology FoundationTranscatheter aortic valve implantation (TAVI) has emerged
as a viable therapeutic option for patients with severe symp-
tomatic aortic stenosis (AS) who are ineligible or high risk for
conventional surgical aortic valve replacement (1–4).
Although this technique has reached relative maturity,
residual paravalvular aortic regurgitation (AR) occurs
frequently after TAVI, and even mild paravalvular AR is
associated with increased mortality (5). The main cause of
paravalvular AR is valve undersizing due to underestimation
of the annulus size. Accurate annulus measuring is crucial for
the selection of the appropriate valve size and for minimizing
residual paravalvular AR.
Multidetector computed tomography (MDCT) offers
a 3-dimensional alternative for image reconstruction of the
aortic annulus in a proven reproducible fashion. This imaging
technique may facilitate valve sizing and has, therefore, the
potential to improving patient outcomes (6–10).
Standardization of measurements may increase intraobserver
and interobserver reproducibility and thus reduce the frequency
of procedure-related complications. The novel automated
MDCT imaging post-processing software, 3mensio Valves
(version 5.1.sp1, Pie Medical Imaging BV, Maastricht, the
Netherlands) was designed to provide an accurate automated
pre-operative aortic annulus measurement with high repro-
ducibility and less image post-processing time.The aim of this study was to evaluate the accuracy and
reproducibility of an automated MDCT imaging post-pro-
cessing software in the assessment of patients with severe AS
undergoing TAVI, and to assess the predictive value of
aortic annulus measurements with automated MDCT
imaging software for post-procedural AR.
Methods
Study population and design. Between June 2010 and
November 2012, a total of 459 consecutive high-risk patients
with symptomatic severe AS treated with TAVI at our
institution were prospectively included in our TAVI data-
base. Electrocardiogram-gatedMDCT data were available in
343 patients of the study population. A group of 105
randomly selected patients who underwent MDCT
screening before TAVI were enrolled in this study. Patients
with severe symptomatic AS (valve area 1.0 cm2) were
considered candidates for TAVI if they had a logistic Euro-
SCORE >20%, if surgery was deemed to be of excessive risk
due to signiﬁcant comorbidities, or if other risk factors not
captured by these scoring systems (e.g., porcelain aorta) were
present. The decision to proceed with TAVI was discussed by
a dedicated heart team including experienced clinical and
interventional cardiologists, cardiovascular surgeons, and
Abbreviations
and Acronyms
AR = aortic regurgitation
AS = aortic stenosis
AUC = area under the curve
CI = conﬁdence interval
ICC = intraclass correlation
coefﬁcient
MDCT = multidetector
computed tomography
mDiam-CT = geometric mean
annulus diameter measured
by computed tomography
lDiam-CT = long-axis annulus
diameter measured by
computed tomography
sDiam-CT = short-axis
annulus diameter measured
by computed tomography
ROC = receiver-operating
characteristic
TAVI = transcatheter aortic
valve implantation
TEE = transesophageal
echocardiography
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957anesthesiologists. All patients agreed to participate in the
study, and written informed consent was obtained in all cases.
MDCT image acquisition. All examinations were performed
using a Philips Brilliance 64-slice MDCT scanner (Philips
Healthcare, Best, the Netherlands). Standard technical
parameters were used: gantry rotation time 300 ms, axial
coverage 40 mm (64  0.625 mm), 120-kV tube voltage,
850 to 900 mA intensity with our modulation, and temporal
resolution 165 ms. Retrospective electrocardiogram gating
was performed. Contrast enhancement was achieved with 50
to 80 ml of iomeprol 400 mg/ml (Iomeron, Bracco Imaging,
Milan, Italy). To achieve optimal synchronization, a bolus
tracking method was used in the descending aorta. Additional
beta-blockade was not administered in any case, due to
potential hemodynamic instability in severe AS.
Manual MDCT image analysis. All image data were trans-
ferred to an off-line post-processing dedicated workstation
(EBW, Philips Healthcare). The mid-systolic phase of the
cardiac cycle was selected (30% of the RR interval). The
thickness of the reconstructed image was 0.67 mm. The
datasets were reconstructed to achieve a double oblique trans-
verse at the level of the virtual ring (aortic annulus) described
previously (7,8,11). The annulus surface area was then
manually traced, and the orthogonal long-axis annulus diam-
eter (lDiam) and short-axis annulus diameter (sDiam)
dimensions were measured. The CT-measured geometric
mean annulus diameter (mDiam-CT) was derived as:
mDiam-CT ¼ 2  O(annulus surface area/p). This value
represents the average of all annulus diameters, according to
a previously described method (12). In addition, the distance
from the coronary ostia relative to the aortic valve annular plane
was measured. This manual annulus assessment using the
dedicated workstation was performed by 2 experienced cardiac
CT observers in our center (E.B. andT.H.). One observer was
highly experienced in MDCT valvular assessments (level of
proﬁciency 3; E.B.), and the other observer had less, but
sufﬁcient, experience (level of proﬁciency 2;T.H.) according to
the American College of Cardiology/American Heart Asso-
ciation statement on competency in cardiac CT imaging (13).
Automatic MDCT image analysis. The same MDCT images
of the aortic root (reconstructed at 30% of the RR interval)
were retrospectively analyzed with the automated 3mensio
Valves version 5.1.sp1 (3mensio Pie Medical Imaging,
Maastricht, the Netherlands). From the 3 multiplanar
reformation planes and the 3-dimentional reconstruction, the
aortic root was automatically segmented and a centerline
across the aortic lumen was displayed (Fig. 1A). A perpen-
dicular plane along the centerline provided a short-axis
view of the aortic valve annulus. The centerline and the
perpendicular plane can be manually adjusted and positioned
immediately beneath the lowest insertion points of all 3
aortic cusps to obtain the most accurate measurements
(Figs. 1B and 1C). After validation of the centerline and the
perpendicular plane, the software automatically displays theshort-axis view of the aortic root (Fig. 1D). In addition, 2
orthogonal curved multiplanar reformation views and the
double oblique views along the centerline were displayed to
measure the height of coronary ostia (Fig. 2). The annulus
surface area was then manually traced, and the lDiam
dimension, sDiam dimension, and the height of the coronary
ostia (Fig. 3) were also measured for comparison with the
measurements obtained using a manual data post-processing
dedicated workstation (EBW, Philips Healthcare). This
automated annulus assessment using 3mensio Valves software
was performed by 2 less experienced interventional cardiology
fellows (level of proﬁciency 1; Y.W., T.L.) who had previ-
ously received appropriate explanations from an experienced
observer.
Inter- and intraobserver agree-
ment. Retrieved from 27 ran-
domly selected data ﬁles, aortic
annulus diameters were re-
measured by another observer to
determine interobserver agree-
ment and by the same observers
subsequently to determine intra-
observer agreement in both auto-
mated and manual analyses. All
observers were blinded to previous
measurements.
Vascular access and valve selection.
Patients were selected for TAVI
via the transfemoral approach or
alternative approaches depending
on the size, calciﬁcation, and
tortuosity of the iliofemoral arterial
access. The type of valve prosthesis
was selected according to the
diameter of the aortic annulus
measured by manual MDCT
post-processing software using the
calculated mean diameter (12).
The Edwards valve (Edwards
Lifesciences, Irvine, California)
was used in patientswith an annular diameter of 18 to 24.5mm,
and the CoreValve (Medtronic, Santa Rosa, California) for
diameters of 20 to 26.5 mm. The transsubclavian or transaortic
approach was used as an alternative route in cases of unsuitable
femoral arterial access in recipients of the CoreValve, and the
transapical, transsubclavian, or transaortic route as the alterna-
tive to suboptimal femoral access with the Edwards valve. The
same criteria for bioprosthesis sizing and selection were applied
throughout the study period.
Procedures. All procedures were performed by an experi-
enced team according to our standard operating procedures,
as previously described (14).
Assessment of AR by echocardiography. Pre-discharge
transthoracic echocardiography was performed in all patients
Figure 1. The Aortic Root Analyzing With the Automated Software 3mensio Valves
(A) An automatic segmentation of the aortic root. A centerline across the aortic lumen is displayed. (B and C) The lowest insertion points of aortic cusps to decide the
perpendicular plane. (D) Aortic valve annulus. MPR ¼ multi-planar reconstruction.
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958by experienced echocardiographers. Semiquantitative grading
of paravalvular AR was performed. AR was graded as none,
mild, moderate, or severe according to the Valve Academic
Research Consortium criteria (15).
Comparison of automated and manual MDCT annular
measurements for the prediction of post-procedural AR. In
order to compare automated and manual MDCT annular
measurements with respect to their ability to predict post-
procedural AR, 44 of 105 patients undergoing CoreValve
implantation were analyzed. Only patients implanted
with a CoreValve were studied because recipients of the
Edwards valve had a low incidence of post-proceduralFigure 2. Measurement of Distances Between the Coronary Ostia and the Aortic
The measurement of the distance of the left (A) and right (B) coronary ostia relativeAR. Post-procedural ARmild was used as an endpoint. The
difference between the nominal valve size and annular dimen-
sions wasmeasured by the followingmethods and subsequently
assessed for prediction of post-procedural AR:
1. valve diameter minus mDiam-CT;
2. valve diameter/mDiam-CT ratio;
3. valve diameter/lDiam-CT ratio;
4. nominal valve area minus MDCT annular area;
5. nominal valve area/MDCT annular area ratio.
The external area of a fully expanded (i.e., nominal) valve is
5.31 cm2 for a 26-mm valve, 6.61 cm2 for the 29-mm valve,Valve Annular Plane
to the aortic valve annulus plane. RCA ¼ right coronary artery.
Figure 3. Measurement of Annular Dimensions and Surface Area
Using the adjusted perpendicular plane, annulus dimensions that can be measured include the short and long diameters (sDiam and lDiam) and the surface area.
lDiam ¼ long-axis annulus diameter; sDiam ¼ short-axis annulus diameter.
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959and 7.54 cm2 for the 31-mm valve. We used these values for
analysis; however, the self-expanding valve area and diam-
eter in vivo is lower than the nominal prosthesis area and
diameter because of the valve characteristics.
Deﬁnitions of clinical outcomes. The clinical outcomes of this
study (annulus rupture, device success, 30-day mortality) were
deﬁnedby theValveAcademicResearchConsortiumcriteria (15).
Statistical analysis. Normality of distributions for contin-
uous variables was tested using the Shapiro-Wilks test, and
data were analyzed appropriately thereafter. Pearson corre-
lations were used to compare the manual and the automated
measurement of the aortic annulus diameter. Concordance
between the manual and the automated measurements of the
aortic annulus was evaluated using Bland-Altman analysis.
In addition, intraobserver and interobserver agreement was
evaluated for both techniques by calculating the intraclass
correlation coefﬁcients (ICCs), with excellent agreement
deﬁned as an ICC >0.8. Receiver-operating characteristic
(ROC) curves were generated using post-TAVI paravalvular
AR  mild. Areas under the curve (AUC) were compared
for derived measures. All statistical tests were 2-tailed, and
statistical signiﬁcance was deﬁned as p < 0.05. The data
were analyzed using PASW Statistics version 19.0 (SPSS,
Chicago, Illinois) and Stata version 12 statistical software
(StataCorp., College Station, Texas).
Results
Patient characteristics. The clinical characteristics of the study
population are shown inTable 1.We evaluated105patients (58
men; mean age 83.4  6.7 years; mean logistic EuroSCORE
20.8 12.1%) with severe AS undergoing TAVI. All patients
had good-quality MDCT images suitable for manual and
automated off-line quantiﬁcation of the aortic root assessment.
Comparison between automated and manual MDCT assess-
ment of the aortic annulus diameter. The mean values of the
variables measured using automated 3mensio Valves softwareand manual assessment are presented in Table 2. There were
good correlations in the aortic annulusmeasurements between
the automated 3mensio Valves software and manual assess-
ment. Similarly, Bland-Altman analysis showed good agree-
ment between both methods without signiﬁcant bias
(Figs. 4A to 4C). The average bias of sDiam-CT, lDiam-CT,
and mDiam-CT between automated and manual assessment
were 0.27 mm (95% conﬁdence interval [CI]: 2.25 to 2.80
mm), 1.30 mm (95% CI: 1.20 to 3.80 mm), and 1.15 mm
(95% CI: 0.97 to 3.27 mm), respectively. The correlation
and agreement of left coronary artery ostium height and right
coronary artery ostium height were considered acceptable
results (average bias 1.61 mm, 95% CI: 3.40 to 6.62 mm,
average bias 3.45 mm, 95% CI: 0.58 to 7.47 mm, respec-
tively) (Figs. 4D and 4E).
Interobserver and intraobserver reproducibility. Table 3
shows interobserver and intraobserver reproducibility. The
ICC for the inter observer and intraobserver reproducibility
was satisfactory for both automated and manual assessment.
The inter observer and intraobserver reproducibility of the
automated 3mensio Valves software was as good as manual
measurement, especially for the measurement of the aortic
annulus area (intraobserver ICC 0.98 vs. 0.97, interobserver
ICC 0.98 vs. 0.95, respectively).
ROC curve analyses of the prediction of post-procedural
AR. In order to compare automated and manual MDCT
annular measurements with respect to their respective ability
to predict post-procedural AR, 44 patients undergoing
CoreValve implantation were analyzed. Procedural charac-
teristics are shown in Table 4. Post-procedural AR  mild
was observed in 14 (31.8%) patients. For the valve diameter/
mDiam-CT ratio, automated assessment showed moderate
and better discrimination ability compared with manual
measurement (comparison ROC curves p ¼ 0.12, AUC:
0.77, 95% CI: 0.63 to 0.91, p < 0.01 for automated
assessment, and AUC: 0.68, 95% CI: 0.50 to 0.86, p ¼ 0.06
for manual measurement, respectively) (Table 5, Fig. 5B).
Figure 4. Bland-Altman Plots Demonstrating Agreement of Aortic Annulus Dimensions Between Automated and Manual MDCT Measurements
(A) sDiam-CT; (B) lDiam-CT; (C) mDiam-CT; (D) left coronary artery ostium height; and (E) right coronary artery ostium height. lDiam-CT ¼ long-axis annulus diameter
measured by computed tomography; mDiam-CT ¼ the computed tomography–measured geometric mean annulus diameter; sDiam-CT ¼ short-axis annulus diameter
measured by computed tomography.
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Figure 5. ROC Curves Evaluating the Prediction Value of Post-Procedural AR ( Mild) Comparing Automated and Manual MDCT Annular Measurements
(A) Valve diameter minus mDiam-CT; (B) valve diameter/mDiam-CT ratio; (C) valve diameter/lDiam-CT ratio; (D) nominal valve area minus MDCT annular area; and (E)
nominal valve area/MDCT annular area ratio. AUC ¼ area under the curve; CI ¼ conﬁdence interval; ROC ¼ receiver-operating characteristic; other abbreviations as in
Figure 4.
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Table 1. Patient Characteristics of the Study Population (N ¼ 105)
Age, yrs 83.4  6.7
Male 58 (55.2)
BSA, m2 1.75  0.20
BMI, kg/m2 25.5  4.0
Diabetes 21 (20)
Hyperlipidemia 46 (43.8)
Hypertension 67 (63.8)
Current smoker 4 (3.8)
NYHA functional class III/IV 93 (88.6)
Previous pacemaker 20 (19.0)
Coronary artery disease 53 (50.4)
Previous CABG 12 (11.4)
Peripheral artery disease 32 (30.5)
Cerebrovascular disease 6 (5.7)
COPD 21 (20)
eGFR, ml/min 56.4  19.3
Logistic EuroSCORE, % 20.8  12.1
Aortic valve area, cm2 0.63  0.14
Mean pressure gradient, mm Hg 49.4  18.0
LVEF, % 52.2  15.4
Edwards valve 61 (58.1)
CoreValve 44 (41.9)
Values are mean  SD or n (%).
BMI ¼ body mass index; BSA ¼ body surface area; CABG ¼ coronary artery bypass graft;
COPD ¼ chronic obstructive pulmonary disease; eGFR ¼ estimated glomerular ﬁltration rate;
LVEF ¼ left ventricular ejection fraction; MI ¼ myocardial infarction; NYHA ¼ New York Heart
Association.
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lDiam-CT ratio, nominal valve area minus MDCT annular
area, and nominal valve area/MDCT annular area ratio,
automated assessment also showed moderate and better
AUC values compared with manual measurement (Table 5,
Figs. 5A, 5C to 5E). The valve diameter/mDiam-CT and
nominal valve area/MDCT annular area ratios with auto-
mated assessment showed the highest discriminatory values
for post-procedural AR.
Discussion
This study demonstrated that the automated MDCT post-
processing software (3mensio Valves) provides a reliable and
reproducible aortic annulus measurement in patientsTable 2. Measurements and Correlation of MDCT Aortic Annulus Diameter Betw
3mensio (Automated) Manua
sDiam-CT, mm 22.4  2.3 22
lDiam-CT, mm 28.0  2.6 26
mDiam-CT, mm 25.2  2.4 24
Left coronary ostium height, mm 15.4  2.9 13
Right coronary ostium height, mm 17.7  2.7 14
Values are mean  SD.
CI ¼ conﬁdence interval; lDiam-CT ¼ long-axis annulus diameter measured by computed tomogra
measured geometric mean annulus diameter; sDiam-CT ¼ short-axis annulus diameter measured by cundergoing TAVI, with a better predictive value for post-
procedural AR. This novel software standardizes all images
post-processing and encourages widespread use of MDCT
assessment of aortic annulus before TAVI.
Accurate measurement of the aortic annulus is crucial for
precise valve sizing in patients undergoing TAVI. The aortic
annulus is a complex 3-dimensional structure, and the virtual
ring has an oval shape formed by the junction of the nadirs of all
aortic valve leaﬂets at the distal part of the left ventricular outﬂow
tract (7,8,16). Accurate measurement of the oval-shaped
annulus should be performed in the transverse plane and
perpendicular to the aortic root axis. Two-dimensional trans-
esophageal echocardiography (TEE) has been used to measure
aortic annulus diameter and for valve sizing; however, 2-
dimensionalTEEannularmeasurementmay underestimate the
“true” annular size because the 2-dimensional technique only
provides a sagittal view of the aortic annulus (7–10,17). Three-
dimensional TEE may allow an analysis of aortic annulus
measurement with the transverse plane and perpendicular to the
aortic root axis, but the image acquisition using 3-dimensional
TEE requires special skills to obtain reliable data, and repro-
ducibility is relatively low (17). Three-dimensional MDCT
constructs an image that is orthogonal to the root of the aorta
immediately below the nadir of the aortic cusps, allowing for
short-axis, long-axis, and annulus area measurement, and these
measurements appear to be more reproducible across multiple
readers (11). Previous studies have highlighted the advantages of
3-dimensional MDCT-guided measurement of the aortic
annulus due to the technique’s ability to reconstruct the oval
shape of the annulus based on isotropic high resolution and less
inter- and intravariability (7–10).However, the implementation
of these techniques in the routine workup of patients before
TAVI depends on the availability and experience of the team.
The novel automated 3mensio Valves software was devel-
oped as a dedicated software program for speciﬁc analysis of the
aortic root and provides an accurate automatedmeasurement of
the aortic annulus in patients undergoing TAVI by automati-
cally constructing an orthogonal image of the aortic root. One
previous studydemonstrated that this automatedMDCTpost-
processing software permitted accurate, highly reproducible,
and repeatable measurement and required less image post-
processing time compared with manual assessment (18).een Automated and Manual Assessment
l Assessment R Average Bias 95% CI
.1  2.2 0.841 0.27 2.25 to 2.80
.7  2.7 0.873 1.30 1.20 to 3.80
.1  2.3 0.896 1.15 0.97 to 3.27
.8  2.9 0.608 1.61 3.40 to 6.62
.3  2.8 0.735 3.45 0.58 to 7.47
phy; MDCT ¼ multidetector computed tomography; mDiam-CT ¼ the computed tomography–
omputed tomography.
Table 3. Intraobserver and Interobserver Reproducibility
3mensio (Automated) Manual Assessment
Intraobserver ICC Interobserver ICC Intraobserver ICC Interobserver ICC
sDiam-CT 0.94 0.93 0.95 0.90
lDiam-CT 0.95 0.94 0.94 0.93
Aortic annulus area 0.98 0.98 0.97 0.95
ICC ¼ intraclass correlation coefﬁcient; other abbreviations as in Table 2.
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963In our study, automated annulus assessment using 3mensio
Valves software was carried out by 2 less experienced interven-
tional cardiology fellows (level of proﬁciency 1). Even though
the automatedmeasurement was performed by less experienced
observers, this automated software provided accurate measure-
ments and similar or better interobserver and intraobserver
agreement comparedwithmanualmeasurement by experienced
observers. Owing to its reproducibility across readers of varying
experience, the automated MDCT post-processing software
has the potential to be particularly useful as TAVI becomes
increasingly used in new centers. Even in experienced centers,
this automated software should contribute to the improvement
of the time/efﬁciency ratio for pre-TAVI analysis.
Previous studies showed MDCT annular assessments to
be superior to 2-dimensional TEE assessment in reducing
post-procedural AR and strongly predictive of signiﬁcant
post-procedural AR (19,20). This study demonstrated that
automated MDCT annular assessment may have more
accurate discrimination ability in predicting post-procedural
AR compared with manual measurement. This can be
explained by the fact that annular measurements by auto-
mated software were slightly greater than by manualTable 4. Procedural Outcomes of 44 Patients Who Underwent
CoreValve Implantation
Approach
Transfemoral 23 (52.3)
Transsubclavian 1 (2.3)
Transaortic 20 (45.5)
Valve size (mm)
26 6 (13.7)
29 18 (40.9)
31 20 (45.5)
Post-procedural AR
None 30 (68.2)
Mild 12 (27.3)
Moderate 2 (4.5)
Severe 0 (0)
AR mild 14 (31.8)
Annulus rupture 0 (0)
Device success 40 (90.9)
30-Day mortality 3 (6.8)
Values are n (%).
AR ¼ aortic regurgitation.measurement. All these features make this automated soft-
ware a valuable tool for pre-TAVI analysis.
Study limitations. Our study reports the results observed in
a prospective, single-center TAVI cohort of limited size.
Patient treatment bias is inherent in nonrandomized obser-
vational studies, and may have affected the clinical outcomes.
This study is a head-to-head comparison of 2 different
post-processing MDCT software programs, and it is not yet
clear whether these measurements are gold standard.
However, previous studies have demonstrated 3-dimen-
sional MDCT measurement of the aortic annulus to be one
of the most accurate measurements for the assessment of
prediction ability for post-procedural AR. The prevalence of
signiﬁcant post-procedural AR was relatively low, which
may have precluded a thorough assessment of the program’s
ability to predict post-procedural AR. Only patients
implanted with a CoreValve were studied because recipients
of the Edwards valve had a low incidence of post-procedural
AR. The main cause of post-procedural AR is valve
undersizing due to underestimation of the annulus size. The
presence of calciﬁcation at the annulus level and valve
underexpansion may also cause post-procedural AR (10,21).
Implantation of the valve in a position either too high or too
low may also play a role in the occurrence of AR (22). In this
study, the amount of aortic annular calciﬁcation and the
position of implanted valve were not evaluated. Because
there were no cases of annulus rupture following TAVI,
assessment of valve oversizing due to overestimation of the
aortic annulus was difﬁcult to perform. Moreover, the
respective impact of automated and manual measurements
on valve size selection was not evaluated. Further studies of
larger patient populations are required to conﬁrm our results.Conclusions
The automated MDCT post-processing software (3mensio
Valves) provided reliable and reproducible aortic annulus
measurements in patients undergoing TAVI as well as better
predictive value for post-procedural AR compared with
manual assessment. This software standardizes all MDCT
images post-processing and should prompt widespread use
of automated MDCT assessment of aortic annulus in
patients undergoing TAVI.
Table 5. Area Under the ROC Curve for the Prediction of Post-Procedural AR
3mensio (Automated) Manual Assessment
Comparison ROC Curves
AUC 95% CI p Value AUC 95% CI p Value p Value
Valve diameter  mDiam-CT 0.74 0.59–0.89 0.01 0.66 0.48–0.84 0.09 0.12
Valve diameter/mDiam-CT 0.77 0.63–0.91 <0.01 0.68 0.50–0.86 0.06 0.12
Valve diameter/lDiam-CT 0.74 0.57–0.92 <0.01 0.66 0.48–0.83 0.10 0.28
Nominal valve area  MDCT annular area 0.72 0.56–0.87 0.02 0.65 0.47–0.82 0.12 0.23
Nominal valve area/MDCT annular area 0.77 0.63–0.91 <0.01 0.67 0.50–0.85 0.07 0.14
AUC ¼ area under the curve; ROC ¼ receiver-operating characteristic; other abbreviations as in Table 2.
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